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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard ( First Revision ) which is identical with ISO 1607-2:1989 'Positive 
displacement vacuum pumps — Measurement of performance characteristics — Part 2 : 
Measurement of ultimate pressure', issued by the International Organization for Standardization 
( ISO ), was adopted by the Bureau of Indian Standards on the recommendation of the Chemical 
Engineering Plants and Related Equipment Sectional Committee ( HMD 17 ) and approval of 
the Heavy Mechanical Engineering Division Council. 

This standard was first issued in 1973 as 'Methods of measurement of the performance character- 
istics of positive-displacement vacuum pumps: Part 2 Measurement of the ultimate pressure'. 
Consequent upon the publication of ISO 1607-2 : 1989, this standard ( including its title ) has 
been revised by adopting ISO 1607-2 : 1989, to bring it in alignment with international practices. 

The text of ISO standard has been approved as suitable for publication as Indian Standard with- 
out deviations. Certain conventions are, however, not identical to those used in Indian 
Standards. Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they 
should be read as 'Indian Standard'. 

b) Comma ( , ) has been used as a decimal marker in the International Standard while in 
Indian Standards the current practice is to use point ( . ) as the decimal marker. 

This Indian Standard has been issued in several parts. Other parts of this Indian Standard are: 

IS 6849 ( Part 1 ) : 1993 Positive displacement vacuum pumps — Measurement of perform- 
ance characteristics : Part 1 Measurement of volume rate of flow ( pumping speed ) 

IS 6849 ( Part 3 ) : 1976 Methods of measurement of the performance characteristics of 
positive-displacement vacuum pumps: Part 3 Water vapour pumping capacity 

In reporting the results of a test or analysis made in accordance with this standard, if the final 
value, observed or calculated, is to be rounded off, it shall be done in accordance wim 
IS 2 : 1960 'Rules for rounding off numerical values ( revised )'. 
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1 Scope 

This part of ISO 1607 specifies methods of measuring the 
ultimate pressure of positive-displacement vacuum pumps. 

The pumps considered are those which discharge the gas 
against atmospheric pressure and which achieve a limiting inlet 
pressure of less than 100 Pa 1 ' in one stage. 



2 Definitions 

For the purposes of this part of ISO 1607, the following defini- 
tions apply. 

2.1 ultimate pressure, in pascals: The limiting pressure 
approached asymptotically in the dome, with the gas inlet valve 
closed and the pump in normal operation. A distinction must be 
made between the ultimate pressure due only to non- 
condensable gases, and the total ultimate pressure. 

2.2 test dome; test header: A chamber of specified form 
and dimensions attached to the inlet of the pump through 
which a measured flow of gas may be admitted to the pump, 
and which is equipped with means of pressure measurement. 



The volume of the test dome ( V D ) shall be at least five times the 
volume swept by the pump during one compression cycle ( V p ). 
The connection to the inlet of the pump shall consist of an 
adaptor the length of which shall not exceed 0,5 D (see 
figure 1). The dome dimensions for pumps of given sizes are in- 
dicated in table 1 . 

Table 1 



litres 


litres 


D 
mm 


to 0,26 
0,26 to 1,1 

1.1 to 4,2 

4.2 to 17 
17 to 65 
65 to 260 


1,3 

5,4 

21 

84 

325 

1 300 


100 
160 
250 
400 
630 
1 000 


NOTE — For practical reasons the test dome is identical in form 
with that already adopted for the measurement of the volume 
rate of flow of positive-displacement pumps (see ISO 1607-1). 

Insofar as the measurement of ultimate pressure alone is con- 
cerned, it is not necessary to comply with the actual gas entry 
arrangement specified. 

The temperature of the dome shall be maintained within the 
limits 20 °C to 25 °C. 



3 Apparatus 

3.1 Test dome, cylindrical and of the form shown in 
figure 1. The axial dimension of the dome is 1,5 D, where D is 
the internal diameter, and the test gas entrance is on the axis at 
a distance D from the connecting flange and so arranged that 
the gas entrance into the dome is in a direction away from the 
pump mouth. The connection to the pressure-measuring gauge 
is at a distance 0,5 D from the connecting flange with its axis 
perpendicular to that of the dome. The axis of the test dome 
shall be perpendicular to the plane of the inlet flange of the 
pump. 



3.2 Gauges, for measuring the ultimate pressure due only to 
non-condensable gases, calibrated to an accuracy within 
± 5 % for pressures greater than or equal to 1 Pa, and within 
± 10 % for lower pressures. 

The gauge shall be protected by a cold trap suitably designed 
and connected to ensure that the gauge is influenced only by 
the pressure due to non-condensable gases. 

3.3 Vacuum gauges, for measuring the total ultimate 
pressure, of a type whose sensitivity is independent of the 
nature of the gas, or vapour, such as a diaphragm gauge. 



1) 100 Pa = 100 N/m 2 = 1 mbar; 133 Pa = 1 torr 
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The gauge shall be calibrated to an accuracy within ± 10 % of 
the pressure to be measured. For this measurement a vapour 
trap shall not be inserted in the connection line between the 
dome and the gauge. 



The above test may also be carried out with full gas ballast (the 
gas-ballast valve being fully open). In this case the series of 
measurements shall not be commenced until the pump has 
reached its equilibrium temperature. 



4 Test method 

4.1 Principle 

The method adopted is that in which the ultimate pressure is 
measured at a specified temperature, in a specified form of test 
dome attached to the inlet of the pump. 

4.2 Procedure 

To commence the procedure, the test dome shall be connected 
to the inlet of the pump, after ensuring that the inner surface of 
the dome is clean and dry. 

Gauges (3.2 and 3.3) shall be connected to the test dome 
depending on the measurement being undertaken. If the dome 
is baked out prior to the measurements, it shall, after having 
cooled down, be subjected for a few minutes to a pressure of at 
least 100 Pa by admitting dried ambient air. The gas inlet |»ort 
of the dome shall then be closed. 

The pump shall be run with the prescribed quantity and grade 
of fresh oil, and at the rotational frequency specified by the 
manufacturer. The ambient temperature shall be below 25 °C 
unless otherwise stated in the conditions of test. After starting, 
the pump shall be operated with gas ballast for at least 1 h, and 
then without gas ballast for another hour. Thereafter, the 
pressure measurements shall be made at intervals of 30 min, 
The ultimate pressure is considered to be reached when three 
successive measurements show no further reduction in the 
measured pressure. 



5 Test report 

All reports of test results shall indicate the exact nature and 
conditions of the test performed as enumerated below. 

5.1 General conditions 

a) whether the results refer to the ultimate total pressure 
or that due only to non-condensable gases ; 

b) whether gas ballast was in operation. 

5.2 Supplementary conditions 

a) type and conditions of operation of all gauges used; 

b) type of seal and sealing material used on the pump 
inlet; 

c) type of traps employed, and their temperatures during 
the test; 

d) cooling water flow rate, if applicable; 

e) rotational frequency of the pumps; 

f) bmbient temperature and pressure; 

g) opecification of the pump oil. 
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Figure 1 — Test dome 
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Standard Mark 

The use of the Standard Mark is governed by the provisions of the Bureau of Indian 
Standards Act, 1986 and the Rules and Regulations made thereunder. The Standard Mark on 
products covered by an Indian Standard conveys the assurance that they have been produced 
to comply with the requirements of that standard under a well defined system of inspection, 
testing and quality control which is devised and supervised by BIS and operated by the 
producer. Standard marked products are also continuously checked by BIS for conformity 
to that standard as a further safeguard. Details of conditions under which a licence for the 
use of the Standard Mark may be granted to manufacturers or producers may be obtained 
from the Bureau of Indian Standards. 



Bureau of Indian Standards 

BIS is a statutory institution established under the Bureau of Indian Standards Act, 1986 to 
promote harmonious development of the activities of standardization, marking and quality 
certification of goods and attending to connected matters in the country. 

Copyright 

BIS has the copyright of all its publications. No part of these publications may be reproduced 
in any form without the prior permission in writing of BIS. This does not preclude the free use, 
in the course of implementing the standard, of necessary details, such as symbols and sizes, type 
or grade designations. Enquiries relating to copyright be addressed to the Director 
( Publications ), BIS. 

Revision of Indian Standards 

Indian Standards are reviewed periodically and revised, when necessary and amendments, if 
any, are issued from time to time. Users of Indian Standards should ascertain that they are in 
possession of the latest amendments or edition. Comments on this Indian Standard may be 
sent to BIS giving the following reference: 

Doc : No. HMD 17 (0129) 
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